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Instrument Description:

The total ozone column over Sodankyla has been measured with Brewer spectrophotometer, serial
number 037, since May 1988. The wavelength resolution is roughly 0.6 nm (full width at half maximum
of the instrument function). The wavelength range is 290— 325 nm.

Algorithm Description:
Brewer Standard algorithm:




For each ozone value five quasi-simultaneous observations are made. Each observation consists of 20
cycles of quasi-simultaneous measurements of intensity at five of the six UV-wavelengths by fast
switching of the spectrometer exit slit mask.

The algorithm to retrieve TOC from individual observations is based on differential absorption of ozone
at the measured wavelengths. A weighted double ratio, R6(03), of the measured intensities is calculated
and compared to the similar extraterrestrial double ratio, ETCO, determined by the Langley-plot method
(2) or by transfer from a travelling reference instrument (3). The weighting coefficients are designed to
minimize the effects of aerosols and SO2 spectral absorption. A differential absorption coefficient, ?,
corresponding to this ratio, is calculated from ozone absorption cross sections (5) convoluted with the
slit functions at the measurement wavelengths, and is used to transform the R6(03)-ETCO difference
into total ozone in the light's path (slant column). To get the vertical total ozone column, 030, the value
is further divided by the air mass factor ?

03 = (R6(03) ? ETCO) / ? ?
See more details in (1) and http://rbcce.aemet.es/dokuwiki/doku.php?id=codes:ozoneproduct

Expected Precision/Accuracy of the Instrument:
In development, see (4)

Instrument History:
For details, see (7)




